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console in the off position and not use 
the unit except as may be necessary to 
repair, replace, or check the malfunc-
tioning system. 

(g) A licensee shall retain a record of 
each check required by paragraphs (c) 
and (d) and a copy of the procedures re-
quired by paragraph (b) of this section 
in accordance with § 35.2645. 

§ 35.647 Additional technical require-
ments for mobile remote 
afterloader units. 

(a) A licensee providing mobile re-
mote afterloader service shall— 

(1) Check survey instruments before 
medical use at each address of use or 
on each day of use, whichever is more 
frequent; and 

(2) Account for all sources before de-
parture from a client’s address of use. 

(b) In addition to the periodic spot- 
checks required by § 35.643, a licensee 
authorized to use mobile afterloaders 
for medical use shall perform checks 
on each remote afterloader unit before 
use at each address of use. At a min-
imum, checks must be made to verify 
the operation of— 

(1) Electrical interlocks on treat-
ment area access points; 

(2) Source exposure indicator lights 
on the remote afterloader unit, on the 
control console, and in the facility; 

(3) Viewing and intercom systems; 
(4) Applicators, source transfer tubes, 

and transfer tube-applicator interfaces; 
(5) Radiation monitors used to indi-

cate room exposures; 
(6) Source positioning (accuracy); and 
(7) Radiation monitors used to indi-

cate whether the source has returned 
to a safe shielded position. 

(c) In addition to the requirements 
for checks in paragraph (b) of this sec-
tion, a licensee shall ensure overall 
proper operation of the remote 
afterloader unit by conducting a simu-
lated cycle of treatment before use at 
each address of use. 

(d) If the results of the checks re-
quired in paragraph (b) of this section 
indicate the malfunction of any sys-
tem, a licensee shall lock the control 
console in the off position and not use 
the unit except as may be necessary to 
repair, replace, or check the malfunc-
tioning system. 

(e) A licensee shall retain a record of 
each check required by paragraph (b) of 
this section in accordance with 
§ 35.2647. 

§ 35.652 Radiation surveys. 

(a) In addition to the survey require-
ment in § 20.1501 of this chapter, a per-
son licensed under this subpart shall 
make surveys to ensure that the max-
imum radiation levels and average ra-
diation levels from the surface of the 
main source safe with the source(s) in 
the shielded position do not exceed the 
levels stated in the Sealed Source and 
Device Registry. 

(b) The licensee shall make the sur-
vey required by paragraph (a) of this 
section at installation of a new source 
and following repairs to the source(s) 
shielding, the source(s) driving unit, or 
other electronic or mechanical compo-
nent that could expose the source, re-
duce the shielding around the 
source(s), or compromise the radiation 
safety of the unit or the source(s). 

(c) A licensee shall retain a record of 
the radiation surveys required by para-
graph (a) of this section in accordance 
with § 35.2652. 

§ 35.655 Five-year inspection for tele-
therapy and gamma stereotactic 
radiosurgery units. 

(a) A licensee shall have each tele-
therapy unit and gamma stereotactic 
radiosurgery unit fully inspected and 
serviced during source replacement or 
at intervals not to exceed 5 years, 
whichever comes first, to assure proper 
functioning of the source exposure 
mechanism. 

(b) This inspection and servicing may 
only be performed by persons specifi-
cally licensed to do so by the Commis-
sion or an Agreement State. 

(c) A licensee shall keep a record of 
the inspection and servicing in accord-
ance with § 35.2655. 

§ 35.657 Therapy-related computer sys-
tems. 

The licensee shall perform accept-
ance testing on the treatment planning 
system of therapy-related computer 
systems in accordance with published 
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